
ATCC medium: 739 Horse blood agar 
 
 
Prepare Blood Agar Base (BD 245400) according to directions on the 
bottle. Autoclave 15 minutes at 121C and cool to about 45C. Aseptically 
add 5% sterile horse blood. Mix and quickly dispense aseptically. 


